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The Relation Between the Arterial
Stress and Restenosis Rate After
Coronary Stenting
Two commercially available stents (the Palmaz–Schatz (PS) and S670 stents) with re-
ported high and low restenosis rates, respectively, have been investigated in this paper.
Finite element models simulating the stent, plaque, and artery interactions in 3 mm
stenosed right coronary arteries were developed. These models were used to determine
the stress field in artery walls after stent implantation. The material properties of porcine
arteries were measured and implemented in the numerical models. The stress concentra-
tion induced in the artery by the PS stent was found to be more than double that of the
S670 stent. It demonstrated a good correlation with the reported restenosis rate. The
effects of stent structures, compliance mismatch, plaque geometry, and level of stenosis
were studied. Results suggested that stent designs and tissue properties cause alterations
in vascular anatomy that adversely affect arterial stress distributions within the wall,
which impact vessel responses such as restenosis. Appropriate modeling of stent, plaque,
and artery interactions provided insights for evaluating alterations to the arterial me-
chanical environment, as well as biomechanical factors leading to restenosis.
DOI: 10.1115/1.4002238
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1 Introduction
In the United States, 1.2 million patients undergo stent implan-
tations each year. Unfortunately, nearly one-third of the patients
who receive stent implantation require further intervention within
6 months to reopen previously stented arteries 1,2. The major
issue associated with stenting is in-stent restenosis reclosure or
renarrowing of the transverse section of the artery 3,4.
Enormous efforts have been made to identify the predictors of
restenosis. Numerous clinical studies have looked into the biologi-
cal causes and remedies of restenosis, including tissue injury and
response 5–9. Smooth muscle cell production, endothelial cell
abundance, and fibroblast growth factors are all believed to lead to
restenosis. Clinical trials with and without drug-eluting coatings
have reported restenosis rates more associated with stent design
10–12. The in vivo experiments by Wentzel et al. demonstrated
the increased vascular wall stress immediately after balloon an-
gioplasty 13. Gourisankaran and Sharma found significant stress
gradients, stress concentrations, and bending at the junction of the
intimal wall and plaque after balloon angioplasty 14. These ob-
servations are extended to this work. Palmaz 15 observed that
cell proliferation starts around stent struts and extends eccentri-
cally toward the lumen. It is speculated that the changes in local
stress at the diseased area initiate cell proliferation until the stress
value returns to normal in the vessel after a period of approxi-
mately 8 weeks. However, all these observations need to be vali-
dated using experimental and/or numerical approaches.
Finite element methods provide an excellent means to investi-
gate the mechanical implications associated with vascular stent-
ing. Computational studies on stent-tissue interaction have been
reported 16–19. De Beule et al. investigated the dogbone effect
of stent implantation 20 and summarized the computational stent
modeling from 1997 to 2007 21. Berry et al. used finite element
methods to examine the stresses in the artery wall near the ends of
the stent 22. Bedoya et al. studied the length of the connecting
links between two struts, known as strut spacing, the radius of the
curvature at the ends of links connecting the struts, and the am-
plitude of the corrugated sinusoid-like rings 23.
In this work, the correlation between stress concentration and
the reported restenosis rate 10,24 was investigated through stent-
plaque-artery interactions. Three-dimensional models simulating
stent expansion in a 3 mm stenosed right coronary artery were
developed to determine stress and strain in the artery wall after
stent implantation using the finite element software, ABAQUS Hib-
bitt, Karlsson & Sorensen, Inc., RI. The arterial properties ob-
tained from porcine samples were measured and implemented into
the computational models. The stress and strain distributions de-
veloped in the artery models were compared for two commercial
stents with reported high and low restenosis rates 25,26. The
effects of stent properties, compliance mismatch, plaque geometry
including its asymmetry, and level of stenosis were investigated.
2 Material and Method
A coronary artery segment with a lumen diameter of 3 mm with
13 mm long plaques at various stenosis rates is considered in this
work Fig. 1. A stent was placed across the whole plaque and was
inflated, by a balloon, to 3 mm in diameter to restore blood flow.
2.1 Geometry. The balloon-expandable Palmaz–Schatz PS
stent and S670 stent Medtronic, as shown in Fig. 2, were mod-
eled using the commercial software SOLIDWORKS Dassault
Systèmes SolidWorks Corp., Concord, MA, which has the capa-
bility of creating complex solid and surface models. Then, the
models were imported into ABAQUS to perform a nonlinear large
deformation analysis. The rationale in choosing these stent types
is that they represent two generations of stent design. It is reported
that the PS stent has a restenosis rate of 31.6% and that the S670
stent has a restenosis rate of 16% from Medtronic PREDICT trail
25,26. Both stents have an outer diameter of 1.2 mm, a length of
16 mm, and a thickness of 0.1 mm in their crimped states. There
are 5 slots in the longitudinal direction and 12 slots circumferen-
tially. However, the strut and connecting link geometries are dif-
ferent.
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The artery was modeled as a perfectly homogeneous cylinder
with a length of 26 mm and a lumen diameter of 3 mm. The
thickness of the artery was 0.75 mm or 1/4 of the lumen thickness.
The geometry of the artery was generated by revolving a rectangle
with a width equal to the artery thickness about the symmetrical
axis.
Parabolic longitudinal profiles were used to simulate three sym-
metrical plaque shapes and one asymmetrical plaque Fig. 1. The
longitudinal lengths of these plaques were the same, i.e., 13 mm.
The maximum thickness of the plaque was varied to produce a
certain level of stenosis, which is defined as the ratio of the maxi-
mum plaque thickness to the size of the lumen. Table 1 summa-
rizes the internal diameter, thickness, and stenosis of symmetrical
plaques. The only difference in aymmetrical plaque is that one
side is two times thicker than the other side.
2.2 Material Properties. The arteries from a healthy piglet
were tested in our laboratory. A second order hyperelastic isotro-
pic constitutive model was used to fit the test data. This model,
shown in Fig. 3, is labeled as polynomial model fitting. Its con-
stitutive relation is represented by the following polynomial strain
energy density function, U, as
U = C10 · I1 − 3 + C01 · I2 − 3 + C11 · I1 − 3 · I2 − 3
+ C20 · I1 − 32 + C02 · I2 − 32 + C03 · I2 − 33
where Cij are material coefficients determined from the experi-
ments, while I1 and I2 are the first and second invariants of the
Cauchy–Green tensor, respectively.
I1=1
2+2
2+3
2
, and I2=1 /1
2+1 /2
2+1 /3
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Based on our test data, the calculated material constants for the
artery were C10=0.10881, C01=−0.1010042, C11=−0.179067494,
C20=0.0885618, and C02=0.062686. This constitutive model
agrees with the published material model very well 16,27–29, as
shown in Fig. 3. The material properties of plaque are directly
adopted from Auricchio et al. 16, defined by the polynomial-
exponential strain energy density function as C10=0.04, C02
=0.003, and C03=0.02976. Coefficients of plaque were selected to
simulate a calcified plaque, which is stiffer than the arterial wall.
The stents are made of 316LN stainless steel whose material
properties are Young’s modulus E=190 GPa, Poisson’s ratio 
=0.3, yield stress Y=207 MPa, limit stress M=515 MPa, and
limit nominal strain M=60%. The plastic behavior of stents was
modeled assuming isotropic hardening, which was validated by
Auricchio et al. 16.
2.3 Meshing and Boundary Conditions. Both stents were
meshed with four-node general shell elements S4R, which ac-
counts for transverse shear stresses and strains. Considering the
incompressibility of soft tissues, hybrid eight-node brick elements
C3D8H were used to mesh the plaque and artery to avoid lock-
ing problems. Convergence studies, as shown in Fig. 4, were con-
ducted to determine an adequate mesh size. The results indicate
that a mesh with 15,210 elements in the plaque and 28,644 ele-
ments in the artery is reasonable.
Careful observations of in vivo stenting procedures at the Ne-
braska Heart Institute and in vitro stent expansion experiments in
our laboratory Fig. 5 have shown that the balloon is almost
uniformly inflated. The free ends of the stent are easier to expand
than the central portion; thus, the ends of the stent expand faster at
the beginning of the expansion so that there is less pressure ex-
erted by the balloon on the stent ends during further expansion.
Fig. 1 Solid model of a symmetric stenosed coronary artery
segment with PS stent in its constricted form „half model… and
an asymmetric plaque with edge ratio of 2:1
Fig. 2 Geometry of „a… PS stent and „b… S670 stent
Table 1 Description of the plaque geometries and stenosis
rate
Type
Maximum thickness
of plaque mm
Stenosis rate
at a lumen of 1.5 mm
in radius %
Plaque 1 0.6 40
Plaque 2 0.7 47
Plaque 3 0.8 53
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The central portion of the stent continues to be dilated by the
balloon until the stent is almost evenly expanded. Therefore, in
this study, uniform displacement constraints were applied to the
internal surface of stents until the final diameter of the stent
reached 3 mm. The ends of the artery were constrained in the axial
direction to avoid the tangential motion and rotation of the model.
A finite, sliding surface-to-surface contact between stent, plaque,
and artery, without friction, was prescribed. A finite sliding ap-
proach is the most general tracking approach and allows for arbi-
trary relative separation, sliding, and rotation of the contact sur-
faces. Three-dimensional models simulating the stent expansion in
the stenosed artery were developed to predict the stress and strain
field in the artery wall as a result of stent implantations.
3 Results and Discussions
Stents were uniformly expanded to more than twice of their
initial diameter. The expanded PS stent had a diamond-shaped slot
after expanding from the initial outer diameter of 1.2 mm to 3
mm. The average normal force on the inside of the stent was 3.1
N at the 3 mm diameter, which corresponds to an equivalent av-
erage pressure of 10.5 atm. This is slightly lower than the tested
11.5 atm expansion pressure depicted in Fig. 5. This is due to the
fact that the compliance data are obtained by measuring the center
diameter of the stent only. The simulation, however, is expanded
uniformly. This led to a nonuniform pressure with a lower pres-
sure at the end of the stent and a smaller total average equivalent
pressure under displacement constraints. This bare stent expansion
model, as shown in Fig. 6, demonstrated the stress concentrations
around the stent links, as expected, which fit the in vitro expended
shape Fig. 5 very well.
The rates of restenosis after stenting varied significantly de-
pending on the generation of stent. Two generations of commer-
cial stents, the PS and S670 stents, with reported high and low
restenosis rates, respectively, were investigated in this work.
While both stents were expanded to 3 mm diameter, the PS stent
induced higher stresses over larger areas of the arterial wall than
the S670 stent, as demonstrated in Fig. 7. This agrees with the
speculations of Bedoya et al. They suggested that stents with large
spacing will benefit the host artery by imparting lower magnitude
stresses and will, therefore, diminish the risk of injury to the ves-
sel wall 23.
Clinical trials reported that the restenosis rate of the PS stent is
almost double that of the S670 stent 25,26. Our computational
results showed that the maximum arterial stress caused by the PS
stent is double compared to the S670 stent induced arterial stress.
There exists a correlation between the restenosis rate and the
maximum arterial stress, which supports our hypothesis that stress
concentration in the stented vessel wall correlates with the rest-
enosis rate.
The S670 stent also exhibited a smaller compliance mismatch
within the artery, as illustrated in Fig. 8. It is clear that the S670
stent, with its larger spacing between struts, provided a smoother
compliance transition between the central and end stented regions.
The stress developed in the artery along the stent strut, the path
with the highest local stresses, is depicted in Fig. 9. It is interest-
ing to see that the S670 stent induced less stress and stress gradi-
ents in the artery wall than the PS stent under the same level of
stenosis. The highest arterial stresses occurred at the end of the
plaque in both stent simulations. Maximum von Mises stresses in
the artery at three typical axial locations are summarized in Table
2 for both stents. The highest stress at the plaque edge was due to
the surface contact between the plaque and artery. The plaque and
artery were strongly bonded to each other in general. When the
stent pushed the plaque outward in the radial direction, the plaque
tried to stretch itself and pull the connected artery in the longitu-
dinal direction, as demonstrated in Fig. 9 zoom-in. This in turn
Fig. 3 True stress versus stretch ratio curve for plaque and
artery
Fig. 4 Maximum radial displacement in the artery wall with
five different meshes
Fig. 5 In vitro expansion of a PS stent from 1.2 mm to 3 mm
diameter
Fig. 6 Expanded PS stent
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caused the larger stress and stress gradient at the end of the
plaque. Excessive stretching of the artery can trigger massive pro-
liferation of smooth muscle cells, which leads to restenosis of the
artery. This indicates that a large strut spacing and a small width
are preferred in a stent design to reduce its impact on the arterial
wall.
Our results have demonstrated that two different stent designs
induce different levels of stress concentration in the artery. More-
over, stress levels in the artery wall are also dependent on other
factors such as the level of stenosis. For comparison, various
stenosis levels of 40%, 47%, and 53% were simulated. The von
Mises stresses in the artery along the same strut path defined in
Fig. 9 are plotted in Fig. 10. It is clear that the severer the steno-
sis level, the higher the resultant arterial stresses.
To illustrate the effect of the plaque geometries, the thickness at
the end of the plaque was modified from 0.1 mm to 0.037 mm.
Subsequently, the stress distribution changed dramatically, as
shown in Fig. 11. It is clear that the highest stress is located in the
center of the plaque instead of at the plaque edge. The peak stress
experienced by the artery is 0.063 MPa. The excessive stretching
at the end of the plaque is alleviated, which in turn reduced the
local peak stresses.
The effects of stent design become more important in asym-
metrical plaques, as shown in Fig. 1. We have compared the sym-
metric and asymmetric plaques with the same 50% stenosis and
have expanded them by the PS stent to the desired 3 mm native
lumen size, as shown in Table 3. The stress almost doubled due to
the asymmetry. This change will in turn increase the possibility of
restenosis.
4 Conclusion
During the course of stent implantation, the stent structure ap-
plies much higher mechanical forces than under normal physi-
ological conditions, and it stimulates and even injures the stenosed
vessel walls. The arterial response, such as restenosis, will depend
on a number of factors including stent design, mechanical prop-
erties of artery and plaque, and their geometries 30–34. The
correlation between stent designs and the restenosis rate is not yet
clearly understood. In this study, computational models were used
to predict the impact of two stent designs and gather a better
fundamental understanding of the stent-plaque-artery interactions
that govern the stress field within these diseased lesions.
This study’s results show that stent design influences the stress
and strain field within the artery wall. Even when both stents are
expanded to the same final dimensions, the PS stent, which has a
small strut spacing and a large strut width, was found to induce
10% or larger stresses and radial displacements in the artery wall
compared to the S670 stent. The maximum stress or strain gradi-
ents within the artery are dependent upon the geometry of the
plaque. Stent induced arterial stresses increase with the severity of
the stenosis leve1. As the thickness of the plaque increased from
0.6 mm to 0.8 mm, the maximum stress and its gradient on the
artery wall varied significantly, more than doubling for both stent
models. The plaque asymmetry increases the stress level on the
arterial wall dramatically. Results in this work suggest that stent
design parameters and tissue properties cause alterations in vas-
cular anatomy that adversely affect arterial stress distributions
within the wall, which validated our hypothesis that stress concen-
Fig. 7 von Mises stress distribution on the 40% stenosed artery wall treated with PS stent „top… and S670 stent
„bottom…
031005-4 / Vol. 4, SEPTEMBER 2010 Transactions of the ASME
tration in the stented vessel wall significantly impacts the resteno-
sis rate. Although the mechanical properties of the artery and
plaque varied case by case, the same properties obtained from
piglet samples are adopted here for comparisons of the two stent
implantations. The material model was justified due to the com-
parative nature of this study.
In the present model, a balloon used to inflate the stent was
modeled by a controlled displacement. The feasibility of the
boundary condition was validated by our in vitro testing. The
Fig. 8 Radial displacement in the 40% stenosed artery treated with PS stent „top… and S670 stent „bottom…
Fig. 9 von Mises stress in the artery along the strut path, and
the cross sectional details of the artery-plaque interaction
„zoom-in…
Table 2 Local maximum von Mises stress in the 40% stenosed
artery
Area
Plaque center
MPa
Plaque end
MPa
Stent end
MPa
PS stent 0.057 0.19 0.022
S670 stent 0.051 0.09 0.019
Fig. 10 Arterial stress along the strut path induced by S670
stent
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porcine artery was tested and the second order polynomial hyper-
elastic constitutive models were used to represent the plaque and
artery. The materials are assumed to be isotropic homogeneous,
although the artery and plaque have been shown to be anisotropic
and viscoelastic 29,35. The observed stress levels were highest
at the end of the plaque due to the high calcification of the plaque
in this study. However, the interaction between the stent and the
stenosed artery will change, and the peak stress will migrate if a
moderate calcification with a larger lipid core is present in the
plaque. Advanced material models, as well as hemodynamics ef-
fects, are not included in the present model. It should be noted that
the stent designs in this study do not completely reflect all the
attributes of the wide variety of stents that are presently commer-
cially available. The geometries of the artery and plaque were
simplified for this comparative study. More realistic models con-
sidering patient specific geometry and nonhomogeneous arterial
wall properties will change the stress distribution on the arterial
wall. For asymmetric plaque, the pressure boundary control to
model the balloon effect will be more appropriate in order to study
the underexpansion effect of the stent procedure. Despite these
simplifications, the present work demonstrated the importance of
stent design in terms of the potential injury to a stenosed vessel,
which may have significant clinical implications for in-stent rest-
enosis. This work can be used to provide a fundamental under-
standing of the behavior and impact of stent designs on the vas-
cular wall, to provide guidance for optimizing stent shape and
performance, and to illuminate the possibilities for exploiting their
potential to prevent restenosis.
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